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Mess.Nr. 71387 Datum 12/16/2013 11:38 Bearbeitungs-Nr:
Material Leucit 1,5h P7pl 0,1 mm ZrO2 M130305
Bemerkung in Wasser + 0,1 % Na4P207 - 2 min Ultraschallbad LABORETTE 17
Berechnung Mie n=1.52510 -i0 TradeOff broad (100.0)
Scans Scans " . 0
Feinbereich 100 Grobbereich 0 Messkanéle 108 Strahlabsorption 3.00 %
Messbereich 0.01 [um] - 42.30 [um] Pumpe 4 Ultraschall 10
% <um % <gm
5 0.012 4.1 0.01
10 0.015 11.8 0.02
15 0.039 12.5 0.03]
20, 0.049 20.7] 0.05}
25 0.057 40.5 0.08
30 0.064 52.6 0.10}
40, 0.079 73.6 0.15)
50| 0.095 84.8 0.20
60 0.115] 94.3 0.30]
70 0.139 98.4 0.50
80 0.175 99.3 0.80
90, 0.240 99.6 1.00
95 0.315] 99.8 2.00
98] 0.454 99.8 3.00
99 0.642 99.8 5.00)
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